
JOURNAL OF FOOT
AND ANKLE RESEARCH

Houghton et al. Journal of Foot and Ankle Research 2013, 6:31
http://www.jfootankleres.com/content/6/1/31
REVIEW Open Access
Is an increase in skin temperature predictive of
neuropathic foot ulceration in people with
diabetes? A systematic review and meta-analysis
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Abstract

Introduction: The aim of this systematic review was to evaluate the strength of the existing research to answer the
question: Is an increase in skin temperature predictive of neuropathic foot ulceration in people with diabetes?

Methods: This study is a systematic review and meta-analysis of temperature-monitoring in the prediction and
prevention of diabetic foot ulceration. Two investigators conducted a literature search for all relevant articles from
1960 until July 2011. During this process the following data bases were searched: MEDLINE, Science Direct, AMED,
Australian Medical Index, APAIS-Health, ATSIhealth, EMBASE, Web of Science and OneSearch. Keywords used in this
search included diabetes, foot complications, ulceration, temperature-monitoring, prediction and prevention.

Results: Results of the meta-analysis support the theory that an increase in skin temperature is predictive of foot
ulceration when compared with the same site on the contralateral limb. The theory that there is a mean norm foot
temperature which can be used as a benchmark to monitor pathological change was unsupported by this meta-
analysis.

Conclusions: The conclusions derived from this review are based on the best available scientific evidence in this
field. It is intended that the results of this study will improve clinical decision-making and encourage the
appropriate measures used to predict and prevent ulceration in people with diabetes at high risk of foot
complications. Based on quality studies in this area, the results of this review have indicated that the use of
temperature-monitoring is an effective way to predict, and thus prevent, diabetic foot ulceration.
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Introduction and background
In the year 2000 it was estimated by the world health or-
ganisation that more than 171 million people in the
world were suffering from diabetes mellitus. In this same
study it was also predicted that, by the year 2030, this
figure is likely to double [1].
Diabetic foot complications such as neuropathic ulcer-

ation are major contributors to morbidity and mortality
and it is thought that 15% of people with diabetes will
develop an ulcer at some point in their lives [2]. Foot
complications in people with diabetes can be difficult to
treat and conventional therapies often fail, leading to
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lower limb amputations. Thus, prevention of this condi-
tion is of paramount importance.
Interventions to prevent diabetic foot complications

are numerous and varied. Foot examination by a clin-
ician, custom footwear and orthoses, debridement of
hyperkeratosis and offloading are just some of the pre-
ventative measures described in the literature. In
addition to these methods, handheld skin temperature-
monitoring has been found to be an effective monitoring
instrument to reduce the incidence of foot complica-
tions, such as ulceration in people with diabetes [3-5].
The clinical signs of inflammation and soft tissue in-

jury are often too subtle to be detected by the individual
or even trained health care professionals. The five car-
dinal signs of inflammation include: pain, erythema,
oedema, loss of function and heat. It is difficult to assess
tral Ltd. This is an Open Access article distributed under the terms of the
/creativecommons.org/licenses/by/2.0), which permits unrestricted use,
, provided the original work is properly cited.

mailto:virginia.bower@uwa.edu.au
http://creativecommons.org/licenses/by/2.0


Houghton et al. Journal of Foot and Ankle Research 2013, 6:31 Page 2 of 13
http://www.jfootankleres.com/content/6/1/31
these subtle parameters, with the exception of skin
temperature, which can be easily quantified by the
layperson.
The concept of measuring skin temperature as a

marker for inflammation and injury in the insensate foot
was first addressed by Goller et al. in 1971, followed by
Sandrow et al. in 1972 [6,7]. Goller reported a relation-
ship between an increase in localised temperature and
localised pressure whilst Sandrow used thermometry as
a tool to diagnose neuropathic fractures [6,7]. Since that
time there have been numerous studies evaluating this
theory — many of which showed a positive relationship
between inflammatory processes, tissue breakdown, and
an increase in local skin temperature.
A literature review conducted in 2010 identified three

types of temperature-measuring technologies that were
available and used for the detection of foot complica-
tions [8]. Such technologies included: infrared thermom-
etry; liquid crystal thermography; and temperature
sensors integrated into weighing scales [8]. Only two of
these methods—infrared thermometry and liquid crystal
thermography—were included in this review. The
method of using temperature sensors on weighing scales
does not yet appear to have been assessed in the litera-
ture for its benefit in predicting or preventing ulceration
in people with diabetes and hence there was no available
data to include in this study [8].
Infrared thermography is a non-contact tool that de-

tects the surface temperature at a particular point on an
object [9]. These thermal images are useful when
detecting temperature difference and quantifying sensi-
tive changes in skin temperature that occur with patho-
logical processes such as soft tissue inflammation and
subsequent breakdown [9].
Liquid crystal thermography provides information

about the distribution of temperature over the entire
plantar surface of the foot through a coloured foot im-
print on a plate comprised of layers of encapsulated
thermochromic liquid crystals [8]. Warmth is transferred
from the foot and accumulated in the plate, giving rise
to a spectrum of colours representing temperature varia-
tions [8].
Both temperature monitoring techniques are useful,

yet have flaws. Infrared temperature monitoring of the
diabetic foot is quite time consuming. Liquid crystal
thermography although faster, can be more difficult to
interpret [8]. Infrared temperature monitoring does,
however, stand out as the cheaper and more user
friendly tool when the two are compared and is the
technique which has been more widely adopted as the
favoured method in recent times among diabetic foot
practitioners [8].
In summary the aim of this systematic review was to

evaluate the strength of the existing research to answer
the question: Is an increase in skin temperature predict-
ive of neuropathic foot ulceration in people with
diabetes? Thermometry techniques evaluated in this
study included liquid crystal thermography and infrared
thermography.

Methods
It is a well-established theory in medicine that preven-
tion strategies are based on early detection and predic-
tion of pathological change. Therefore, this review
investigated both the prediction of diabetic foot ulcer-
ation through temperature-monitoring, and the relation-
ship between temperature-monitoring and prevention of
diabetic foot ulceration.
The question being asked in this systematic review

and meta-analysis was placed under the category of
‘diagnostic test performance’— as described by the Na-
tional Health and Medical Research Council (NHMRC)
hand book on conducting systematic reviews [10]. These
guidelines define this criterion as “How accurate a sign,
symptom, or diagnostic test is in predicting the true
diagnostic category of a patient”. In preparing this re-
view, the NHMRC criteria for reviewing ‘diagnostic test
performance’ were used as a guide.

Selection of studies for inclusion
The types of studies selected for this review included
both randomised and non-randomised trials, cohort
studies, cross sectional studies and controlled trials.
Within the included studies there were three papers

(Armstrong 1997a, Lavery 2004 and Armstrong 1997b)
which involved participants with a Charcot arthropathy
and neuropathic ulceration. The authors acknowledge
that active Charcot arthropathy has an individual effect
on local skin temperature which resides during the qui-
escent phase of the condition. Skin temperature moni-
toring is used to monitor active Charcot arthropathy in
the same manner as it is used to monitor neuropathic
ulceration, however, active Charcot arthropathy was a
condition excluded from this review as the primary re-
search question focused on neuropathic ulceration.
For this reason only the data which related to cases

with neuropathic ulceration occurring in the quiescent
Charcot arthropathy phase were included for analysis
from the Armstrong 1997a study. For the Lavery 2004
study, data for the Charcot arthropathy cases were
excluded from the analysis. A new odds ratio was calcu-
lated using only the data of participants with neuro-
pathic ulceration. Within the Armstrong 1997b study
the Charcot arthropathy cases were reported and
analysed as a separate cohort to the neuropathic ulcer-
ation group. For the purposes of this review only the
neuropathic ulceration participant data in this study was
used for analysis.
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Publication bias
Two investigators conducted a literature search for
all relevant articles from 1960 until July 2011. The
Cochrane library was searched initially, to ensure no
systematic reviews had previously been conducted on
this topic. Then a search was conducted on relevant
articles using keywords and synonyms of: diabetes, foot
complications, ulceration, temperature-monitoring, in-
frared thermometry, self-monitoring, and prevention.
During this process the following data bases were
searched:

� MEDLINE
� Science Direct
� AMED
� Australian Medical Index
� APAIS-Health
� ATSIhealth
� EMBASE
� Web of Science
� OneSearch

Citations within obtained articles were hand-searched
and scrutinised to identify additional studies. A list of
clinical trial data bases was obtained from the Cochrane
handbook. The relevant data bases on this list were
searched for completed published, unpublished and
ongoing unpublished studies. Conference proceedings
were examined using the Index to Scientific and Tech-
nical Conference Proceedings. Attempts to access the
grey literature were made using the Health Management
Information Consortium database and System for Infor-
mation on Grey Literature. Attempts to access articles
written in languages other than English were made using
the Virtual Health Library and articles with abstracts
scrutinised. All studies deemed eligible for inclusion into
this review were cross checked to exclude the risk of
duplicate publication inclusion.
In order to reduce the possibility of a positive study

publication bias, the reviewers’ best efforts were made to
recover all unpublished and grey literature on the area of
interest. For time and resource reasons, expert authors in
the area of diabetic foot complications and temperature-
monitoring were not contacted and questioned about fur-
ther unpublished or grey literature that may exist.
The selection of papers to be integrated in a meta-

analysis has, of course, a bearing on the conclusions
reached, and perhaps the greatest problem in meta-
analysis is publication bias. An informal method of
assessing publication bias is the so-called funnel plot.
The funnel plot assumes that results of smaller studies
will be more widely spread about the mean effect be-
cause of larger random error. A plot of a measure of
"size", i.e. the precision (often measured by inverse
standard error) of the papers vs treatment effect should
therefore be shaped like a funnel if there is no publica-
tion bias. Funnel plots were performed on all meta-
analyses in this review.
Selection bias
The NHMRC guidelines [10] state that the ideal design
of a prognostic study is a cohort study. The ‘inception’
cohort of people with a condition should be followed for
a sufficiently long period of time for major outcomes to
have occurred. For these reasons, studies were included
in this review according to their quality as cohort stud-
ies. Issues of randomisation and blinding of investigators
who enrolled study participants were not considered
when selecting appropriate studies. Including such cri-
teria in the selection of cases would have reduced the
number of studies in the prediction meta-analysis to
only one.
The checklist developed by the Cochrane Methods

Working Group on ‘Screening and Diagnostic Tests’
(sourced from the NHMRC [10]) was used to assess the
quality and applicability of studies. All studies met all of
the criteria for inclusion in this review according to this
checklist.
Results
See Table 1 for characteristics of included studies.
Nineteen studies, as illustrated in Figure 1 were identi-

fied in the literature search and deemed eligible for
further scrutiny. Of these nineteen studies, nine met the
inclusion criteria for this review and were eligible for
qualitative and statistical analysis. This review incorpo-
rates two subtopics: a study which assesses temperature-
monitoring as a predictive tool for diabetic ulceration;
and a study that assesses temperature-monitoring as a
tool aiding in the prevention of diabetic ulceration.
Seven studies were included in the prediction section of
the review and three studies were included in the pre-
vention section of the review. One study was deemed
eligible for inclusion into both of the aforementioned
sections of the review.
Prediction
There were eight mean temperature differences from
seven studies included in the meta-analysis which fo-
cused on the use of temperature-monitoring as a
predictive tool for diabetic foot ulceration. Within these
seven studies, there were two study design groups. Studies
classified as group “one” compared the temperature be-
tween the same anatomical sites on contralateral feet. Stud-
ies classified as group “two” included those that assessed
mean skin temperature of both feet.



Table 1 Characteristics of included studies

Reference Title Objective Study
design

Population Temperature-monitoring Sites measured Temperature
control

Outcome

Armstrong
1996

Monitoring
Neuropathic
Ulcer Healing
with Infrared
Dermal
Thermometry.

To prospectively evaluate
skin temperatures at the
site of neuropathic
ulceration before, during,
and after wound healing
using the contralateral
extremity as a physiologic
control and to evaluate
variables that may
influence skin temperature
gradients.

Longitudinal. Location: USA Foot temperatures were
taken at weekly cast
changes and for the first
four months after return to
shoes.

The anatomical site
of ulceration.

Contralateral
limb was used
as control.

Skin temperature gradient
was a mean of 6.9°F higher
on the ulcerated site than
at the same anatomical site
on the contralateral limb
when the initial total
contact cast was applied
(91.1 vs 84.2°F). At the end
of total contact casting,
Armstrong 1996 found no
significant difference in skin
temperature between the
previously ulcerated site
and the same site on the
contralateral limb (83.4 vs
85.3°F).

Group 1 Number: 25

Age: mean 52.4, SD 11.6 Temperatures were taken
using a hand-held, infrared
skin temperature probe
(Exergen DT 1001).

Groups: All patients had
grade I ulcerations. All
patients had loss of
protective sensation. Temperatures were also

measured at 2, 4 and then
8 week intervals after
transfer to shoe gear for
four months following
return to shoe gear.

Armstrong
1997a

Monitoring
Healing of
Acute
Charcot’s
Arthropathy
with infrared
Dermal
thermometry.

Describe the use of skin
temperature assessment in
diabetics with acute
Charcot's arthropathy to
monitor resolution of
inflammation longitudinally
throughout the course of
treatment and to predict
development of
neuropathic ulcers.

Longitudinal. Location: USA Total contact casts
changed weekly in patients
with ulcerations. No ulcers
(changed after 3 weeks at
most).

The anatomical site
of ulceration.

Contralateral
limb was used
as control.

There was no significant
difference in skin
temperature gradients on
initial presentation between
ulcerated and non-
ulcerated subjects (1.5
+/−1.1 vs 2.2+/−1.4°F).
However, all patients in the
study had acute Charcot’s
arthropathy at this time.

Number: 39

Group 1 Age: mean 59, SD 9.5

Groups: All patients had
acute Charcot’s
arthropathy, diabetes, loss
of protective sensation
and palpable pedal
pulses.

Measured temp on seven
sites on sole of the foot
and on the anterior ankle.

During the follow-up
period of this study, three
participants with inactive
Charcot’s arthropathy had
ulcerated under the
forefoot. At their visits prior
to re-ulceration,
temperature gradients
between the ulcerated and
non-ulcerated foot were
significantly higher than
those of other patients
seen at that clinic (4.5
+/−0.9 vs 0.9+/−0.9°F).

17 patients initially
presented with
concomitant grade 1A
ulceration also.
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Table 1 Characteristics of included studies (Continued)

Armstrong
1997b

Infrared
Dermal
Thermometry
for the High-
Risk Diabetic
Foot.

Compare skin temperatures
in patients with
asymptomatic peripheral
sensory neuropathy, patients
with neuropathic ulcers, and
patients with Charcot’s
arthropathy using the contra-
lateral limb as control.

Cohort
study.

Location: USA Temperatures were taken
using a hand-held, infrared
skin temperature probe
(Exergen DT 1001).

Great toe, the first
metatarsocuneiform
joint, the cuboid
and the first, third
and fifth metatarsal
heads.

Contralateral
limb.

There were differences in
skin temperature between
the affected foot and the
contralateral foot among
the patients with
neuropathic ulcers (3.1°C)
patients with neuropathic
ulcers experienced re-
ulceration a mean of 12.2
months after initial healing,
with a corresponding
increase in skin
temperature 3.2°C vs. 28°C
at the clinical visit
preceding injury.

Number: 143

Group 1 Mean age: 63.9 Temps were taken by the
study physician when casts
were checked (no longer
than 3 weeks).

Groups – Asymptomatic
sensory neuropathy (n=78),
Ulcers (n=44), Charcot
(n=21).

Armstrong
2007

Skin
Temperature-
monitoring
Reduces the
Risk for
Diabetic Foot
Ulceration in
High-risk
Patients.

To evaluate the
effectiveness of home
temperature-monitoring to
reduce the incidence of
foot ulcers in high-risk
patients with diabetes.

Randomised
controlled
trial.

Location: USA Both groups involved
therapeutic footwear,
diabetic foot education,
regular foot care and a
structured daily foot
inspection.

Six foot sites (not
reported in the
article).

Contralateral
limb.

Treatment and control
groups demonstrated no
significant differences in
descriptive characteristics
(p>0.05). Total of 8.4%
ulcerated (n=19). 12.2%
(n=14) ulcerated in the
standard therapy group.
4.7% (n=5) ulcerated in the
dermal thermometry group.
Ulcerating patients had a
temp difference that was
4.8 times greater in the
region of the ulceration.

Group 1
and
Prevention

Number: 225
Mean age: 69

Groups: Standard therapy
(n=115) Dermal
thermometry (n=94).

The dermal thermometry
also involved skin
temperature-monitoring
using the TempTouch
device.

Temperature difference >4°
F between left and right
corresponding sites
triggered patients to
contact the study nurse
and reduce activity until
temperature normalised.

Armstrong
2003

Skin
Temperatures
as a One-time
screening Tool
Do Not Predict
Future Diabetic
Foot
Complications.

Are baseline mean skin
temperature measurements
useful in predicting the
most common foot-related
complications of diabetes
mellitus?

Prospective
longitudinal
study.

Location: USA Temperatures were taken
using a hand-held, infrared
skin temperature probe
(Exergen DT 1001).

Great toe, the first
metatarsocuneiform
joint, the cuboid
and the first, third
and fifth metatarsal
heads. All 12
measurements were
averaged.

Participants in
the study who
did not
ulcerate.

There was no difference in
the mean foot temperature
of participants who had
ulcers compared to
participants who did not
have ulcers during the
study.

Group 2 Number: 1588
Mean age: 69

Groups: number of
variable groups. This
meta-analysis only used
data of patients who
developed ulcerations
and those who did not.
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Table 1 Characteristics of included studies (Continued)

Benbow
1994

The Prediction
of Diabetic
Neuropathic
Plantar Foot
Ulceration by
Liquid-Crystal
Contact
Thermography.

To assess whether the
development of plantar
foot ulceration could be
predicted from the mean
foot temperature (MFT) as
assessed by liquid crystal
thermometry in patients
with peripheral neuropathy.

Cohort
study.

Location: UK Temperatures were taken
using liquid crystal
thermometry.

First to fifth
metatarsal heads,
navicular, cuboid
and plantar heel. All
16 measurements
were averaged.

Non-diabetic
paticipants.

Without PVD participants:
At follow-up seven feet had
developed ulcerations. The
initial MFT in the seven feet
that developed plantar
ulcers (30.5+/− 2.6C) was
significantly higher than in
the 38 feet that did not
develop ulcers (27.8 +/−
2.3C).

Group 2 Number: 50

Mean age: 56.3

Groups: Diabetic
neuropathic peripheral
vascular disease (PVD),
diabetic neuropathic
without PVD and non
diabetic non PVD. With PVD participants: No

results available.

Stess 1986 Use of Liquid
Crystal
Thermography
in the
Evaluation of
the Diabetic
Foot.

Identify thermal emission
patterns associated with
diabetic foot ulcers.

Case control.
3 groups.

Location: USA Liquid crystal
thermography.

Entire plantar
surface.

Non-diabetic
participants.

In patients with unilateral
ulcerations, no significant
temperature difference was
detected between the
affected and unaffected
feet under the met heads,
hallux of heels.

Group 2 Number: 65

Mean age – not indicated

Groups: Group 1 – no
history of diabetes (16),
Group 2 – no history of,
or active foot ulceration
(21) Group 3 – active or
history of plantar
ulceration (28) 13
presented with active
ulceration.

Lavery
2007

Preventing
Diabetic Foot
Ulcer
Recurrence in
High-Risk
Patients.

Evaluate the effectiveness
of a temperature-
monitoring instrument to
reduce the incidence of
foot ulcers in individuals
with diabetes who have a
high risk for lower
extremity complications.

Randomised
controlled
trial.

Location: USA Temperatures were taken
using a hand-held, infrared
skin temperature probe
(Exergen DT 1001).

The great toe, the
first, third and fifth
metatarsal heads,
the mid-foot and
the heel.

Contralateral
limb.

Fewer ulcers developed in
the enhanced therapy
group than the standard
therapy group and the
structured foot examination
group (enhanced therapy
8.5 vs. standard therapy
29.3%, p = 0.0046 and
enhanced therapy vs.
structured foot examination
30.4%, p = 0.0029). Patients
in the standard therapy
and structured foot
examination were 4.37 and
4.71 times more likely to
develop ulcers than
patients in the enhanced
therapy group.

Prevention Number: 173

Age: mean 64.9 Each group received
therapeutic footwear,
diabetic foot education
and regular foot care.
Subjects in the structured
foot examination group
performed structured foot
examinations daily. Patients
were to contact the nurse
if they noted any
abnormalities. Subjects in
the enhanced therapy
group measured foot
temperatures on six sites,
daily. If a temperature
difference of 4°F was noted
between limbs, patients
were to inform the study
nurse.

M:F: 93:80

Groups: Three groups –
standard therapy,
enhanced therapy and
structured foot
examination.
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Table 1 Characteristics of included studies (Continued)

Lavery
2004

Home
Monitoring of
Foot Skin
Temperatures
to Prevent
Ulceration.

To evaluate the
effectiveness of at-home
infrared temperature-
monitoring as a
preventative tool in
individuals at high risk for
diabetes-related lower-
extremity ulceration and
amputation.

Randomised
controlled
trial.

Location: USA Temperatures were taken
using a hand-held, infrared
skin temperature probe
(Exergen DT 1001).

The great toe, the
first, third and fifth
metatarsal heads,
the central mid-foot
and the heel.

Contralateral
limb.

The enhanced therapy
group had significantly
fewer foot complications
(enhanced therapy group
2% vs. standard therapy
group 20%, p = 0.01, odds
ratio 10.3, 95% CI 1.2-85.3).
There were seven ulcers
and two Charcot fractures
among standard therapy
patients and one ulcer in
the enhanced therapy
group.

Prevention Number: 85

Age: mean 54.9 Standard therapy involved
therapeutic footwear,
diabetes foot education
and regular foot evaluation
by a podiatrist. Enhanced
therapy included the
addition of a handheld
infrared skin thermometer
to measure temperatures n
the sole of the foot in the
morning and evening.
When skin temperature
differences were more
than 4°F.

M:F: 43: 42

Groups: Standard therapy
and enhanced therapy
group.
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Title or abstract not pertaining to the 
research question

(n=107)

Citations excluded as not published

(n=1)

Papers related to the research question, 
adhering to eligibility criteria

(n=9)

Papers related to the research question 
and full manuscripts ordered for further 

scrutiny (n=19)

Abstracts which relevant to the research 
question

(n=20)

Articles identified by the search strategy

(n=127)

Papers excluded as not adhering to the 
eligibility criteria on review

(n=10)

Figure 1 Quorum Flowchart of the Reviewing Process.
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Group “One” results
Articles included in group “one” of the ulcer prediction
meta-analysis included: Armstrong 1996, Armstrong
1997a and 1997b and Armstrong 2007 [5,11-13]. Arm-
strong 1996 found the skin temperature gradient to be a
mean of 6.9°F higher on the ulcerated site than at the
same anatomical site on the contralateral limb when ini-
tial total contact cast was applied (91.1°F vs 84.2°F, t =
8.9, p<0.0001, 95% CI 5.3, 8.5). At the end of total con-
tact casting, Armstrong 1996 found no significant differ-
ence in skin temperature between the previously
ulcerated site and the same site on the contralateral limb
(83.4°F vs 85.3°F, t = −1.35, NS, 95% CI −7.5, 3.9). This
longitudinal study monitored participants with neuro-
pathic ulcerations throughout the healing process to de-
termine temperature gradient trends between the
ulcerated and non-ulcerated limb.
Armstrong 1997a found temperature gradients to be

significantly higher in the neuropathic ulceration partici-
pants than those of other patients seen at that clinic (4.5
+/−0.9°F vs 0.9+/−0.9°F). This was the result used in this
meta-analysis. This longitudinal study followed partici-
pants who were at high risk of developing ulcers and
monitored pre-ulcerative states in participants who
exhibited an increase in temperature prior to soft tissue
breakdown.
Similarly, Armstrong 1997b found that temperatures

were higher on the ulcerated foot than the same site on
the contralateral foot on initial presentation with an
ulcer (5.6°F p< 0.0001). Temperatures were the same be-
tween contralateral sites after healing. In this study,
11.4% of patients experienced re-ulceration at the site of
previous ulceration. Skin temperatures taken at the visit
prior to re-ulceration were higher on the pre-ulcerative
limb than at the same site on the contralateral limb
(89.6 +/− 1.2°F vs 82.5+/− 2.9°F, p = 0.003). In common
with Armstrong 1996, this longitudinal study monitored
skin temperature gradients during ulcer healing as well as
monitoring for a relationship between skin temperature
change and re-ulceration.
Furthermore, Armstrong 2007 noted the mean

temperature difference at the site of ulceration to be 4.8
times greater, one week before ulceration, than in a
group of control patients (3.50+/− 1.0°F vs 0.74 +/−
0.05°F, p = 0.001). This study was a very well designed
randomised controlled trial which focused on the use of
temperature monitoring in the prevention of ulceration.
This study identified a positive relationship between in-
creased skin temperature and the pre-ulceration phase.
In conclusion, all four studies in group “one” of the

prediction meta-analysis discovered a relationship be-
tween an increase in temperature gradient between the
site of ulceration and the same site on the contralateral
foot. Although all four studies took a different methodo-
logical approach — they were all able to be analysed
collectively to reach the same conclusion.
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Group “Two” results
Studies classified as group “two” included Stess 1988,
Benbow 1994 and Armstrong 2003 [14-16]. Stess 1988
compared mean temperatures between the ulcerated
foot and the contralateral, non-ulcerated foot. No
statistically significant mean temperature difference was
found between feet, under the metatarsal heads, the
great toe or the heel on the ulcerated vs the non-
ulcerated limb. A case-controlled design was adopted for
this study, a design suitable for answering the question
of whether mean foot temperatures were indicative of
neuropathic ulceration.
Benbow 1994 presented two results relevant to this re-

view: comparisons between participants with peripheral
vascular disease vs control participants; and participants
without peripheral vascular disease vs control partici-
pants. The results of these analyses found that partici-
pants with high plantar foot temperatures were at
increased risk of neuropathic foot ulceration. A cohort
study design was used by Benbow in this paper to com-
pare groups or patients who ulcerated with those who
did not.
Armstrong 2003 concluded that measurement of non-

focal mean skin temperature is not an effective means of
screening people for future diabetic ulceration. There
was not a statistically significant difference between the
mean baseline temperatures of participants that did and
did not ulcerate (83.1 +/− 4.9°F vs 82.5 +/− 4.6°F;
p = 0.06). These conclusions were ascertained using a
longitudinal design in which participants were followed
for a two year period during which ulcer occurrence was
monitored and recorded.
The figures from groups “one” and “two” were separ-

ately and collectively statistically analysed.

The relationship between group “One” and group “Two”
results
For the eight measures of temperature difference used in
this analysis, the test statistic for heterogeneity takes the
value 301.7 which, with a chi-squared distribution of
seven degrees of freedom, is highly statistically signifi-
cant. Applying the random effects model to the data
gives a pooled estimate of the population temperature
difference of 3.36°F with a 95% confidence interval of
(1.86, 4.86). See Table 2 for detailed results and for forest
plot representation of data.
Table 2 Summarised mean temperature differences between

Group Sample
size

Mean temperature

difference

1 4 4.88

2 4 1.43

difference 3.45
A mean difference of 3.45 was found when comparing
the two covariate groups using weighted linear regres-
sion. The lower 95% confidence limit of 0.77 is above
zero, corresponding to a statistical hypothesis test of no
treatment difference having a p-value of less than 0.05, a
value which is usually taken as moderate evidence
against the associated null hypothesis. These results are
summarised in Figure 2.

Publication bias
For the eight mean foot temperatures in the seven arti-
cles analysed, a funnel plot was constructed. The plot is
given in Figure 3, and is consistent with, but far from a
conclusive demonstration of, a lack of publication bias.

Prevention
All three studies included in the prevention analysis of
this review were written by authors, Armstrong and La-
very. All three studies were homogenous in nature, mak-
ing the conduction of statistical tests a simple task. All
three studies were well-designed randomised controlled
trials with physician blinding. They all compared the in-
cidence of ulceration in subjects who monitored their
foot temperatures daily, with those who did not. In all
three studies there was a clear association between
temperature-monitoring and reduced ulceration rate.
Lavery 2007 established three subject groups, two of

which did not monitor foot temperature, and one which
did monitor foot temperatures on the same anatomical
sites on each foot [4]. The incidence of foot ulceration
during the 15 month evaluation period was very similar
between the two groups that did not use temperature-
monitoring (29.3% and 30.4%) compared to 8.5% of
subjects in the temperature-monitoring group who
developed ulcerations [4].
Lavery 2004 found, that of the 84 subjects included in

their study, 20% of the 44 subjects in the standard ther-
apy group presented with diabetic foot complications.
This was compared to the temperature-monitoring
group, in which only one subject (2%) ulcerated.
In the third study, Armstrong 2007 found subjects

were one third as likely to ulcerate in the skin
temperature-monitoring group compared with the con-
trol group (12.2% vs 4.7%, OR 3.0, 95% CI, 1.0, 8.5,
p = 0.001). This study performed a proportional hazards
regression analysis which suggested that temperature-
studies classified as group “one” and group “two” (°F)

95% confidence 95% confidence

limit (lower) limit (upper)

2.80 6.96

−0.44 3.30

0.77 6.14



95% CI
Study ID Effect Lower Upper
Armstrong 1997b 5.60 4.80 6.40
Armstrong 2007 2.76 2.48 3.04
Armstrong 1997a 4.50 2.74 6.26
Armstrong 2003 0.60 0.38 0.82
Armstrong 1996 6.90 5.30 8.50
Stess 1988 1.39 -3.24 6.01
Benbow 1994a 4.50 2.23 6.77
Benbow 1994b -0.18 -2.16 1.80

Summary effect: 3.36 95% CI (1.86, 4.86)

Figure 2 Random effects modelling of eight mean temperature differences in the “Effect” column (°F) and associated forest plot of
observed mean temperature differences (°F, 95% CI) for groups “one” and “two”.
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monitoring is associated with a significantly longer time
to ulceration (p = 0.04).
Two meta-analyses for the three papers discussed

above were undertaken. A total of four odd-ratios on ul-
ceration for control group vs temperature-monitoring
group were conducted. Lavery 2007 presents two odds-
ratios, one for each type of standard therapy group vs
temperature-monitoring group and structured foot
examination group vs temperature-monitoring group,
(OR 4.48, 95% CI, p = 0.008) and (OR 4.71, 95% CI,
p = 0.006) respectively.
Lavery 2004 presented a much greater odds-ratio than

the other papers (OR 8.00, 95% CI). The odds on ulcer-
ation among the control group are eight times the
Figure 3 A funnel plot of observed mean temperature differences (°F
corresponding odds on the temperature-monitoring
group, but with a much wider confidence interval, than
the other three odds-ratios. This can be visualised in
Figure 4.
Meta-analysis of these three articles combined con-

cluded a summary effect of 3.80 with a 95% confidence
interval. The wider confidence interval of Lavery 2004
contributes much less weight to the summary effect of
3.80 than the other three odds-ratios analysed in this
meta-analysis. This is made even clearer in Figure 5, in
which Lavery 2004 is omitted, and the summary effect
only drops to 3.73. The odds ratio being greater than
one in this meta-analysis, thus indicates, that subjects
who participated in the daily monitoring of their foot
, 95% CI).



95% CI
Study ID Effect Lower Upper
Lavery 2007a 4.48 -0.34 9.30
Lavery 2007b 4.71 -0.37 9.79
Armstrong 2007 3.00 -0.21 6.21
Lavery 2004 8.00 -6.64 22.64

Summary effect: 3.84, 95% CI (1.50, 6.17)
Estimated heterogeneity variance: p = 0.86

Figure 4 Random effects meta-analysis - four odds ratios and forest plot of observed odds ratios and 95% confidence intervals for the
prevention studies.
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temperatures were at a lesser risk of developing
ulceration.
Publication bias
For the four odds ratios from the three prevention arti-
cles analysed in this review, a funnel plot was
constructed (Figure 6). This plot indicates a lack of pub-
lication bias.
Discussion
Studies included in this review were of appropriate de-
sign to address their aims and objectives. This was
established using the National Health and Medical
Research Council (NHMRC) hand book on conducting
systematic reviews. Study designs within this systematic
review included three well designed randomised con-
trolled trials, three longitudinal studies, two cohorts and
a case-controlled study.
The findings of this review show a clear correlation be-

tween an increase in foot temperature and subsequent foot
ulceration. This review also supports the proposition that
daily skin temperature-monitoring can contribute to
preventing the development of diabetic foot ulceration.
95% CI
Study ID Effect Lower Upp
Lavery 2007a 4.48 -0.34 9.3
Lavery 2007b 4.71 -0.37 9.7
Armstrong 2007 3.00 -0.21 6.2

Summary effect: 3.73, 95% CI (1.36, 6.09)
Estimated heterogeneity variance: p = 0.80

Figure 5 Random effects meta-analysis of three odds ratios (Lavery 2
confidence intervals for the prevention studies (Lavery 2004 omitted)
The meta-analysis confirms that there was a significant
temperature difference between ulcerated sites and the
corresponding site on the contralateral foot in the group
“one” data. However, the method of prediction of ulcer-
ation used in group “two” was not supported by this re-
view. All four group “one” studies employed infrared
temperature measurement devices and two of the three
group “two” studies used liquid crystal thermography.
Liquid crystal thermography has been described as a less
accurate tool than infrared thermography. This may have
influenced the accuracy of the results of the liquid crys-
tal studies and potentially lessened the value of the
comparison between the two groups.
This review did not address the use of temperature-

monitoring as a predictive and preventative tool for
Charcot’s arthropathy. Charcot’s arthropathy is a
devastating complication of diabetes that often leads to
severe deformity and permanent disability [17,18].
Studies investigating the relationship between an
increase in temperature and the development of
Charcot’s arthropathy were excluded from this review.
These articles were excluded as the volume of pub-
lished data was too low to undertake a quality system-
atic review and meta-analysis.
er
0
9
1

004 omitted) and forest plot of observed odds ratios and 95%
.



Figure 6 A funnel plot of odds ratios from the three prevention articles.
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A further limitation of this study is that the authors
were unable to contact authors of included studies to
complete the literature search. For future research it
would be valuable to ensure adequate time and re-
sources are available to ensure that this stage of the re-
search process was thorough and complete.
The results of this review indicate that the more con-

temporary technique of comparing temperature change
between the same anatomical sites on each foot is super-
ior. From the results of this study it is also reasonable to
suggest that there is insufficient evidence to support the
theory that there is an absolute-norm skin temperature
which is predictive of diabetic foot ulceration.

Conclusions and recommendations for future
research
This review has made its conclusions based on the best
available scientific evidence in this field. It is intended
that the results of this study will improve clinical
decision-making and encourage appropriate measures to
be used to predict and prevent ulceration in people with
diabetes at high risk of foot complications. Based on
quality studies in this area, the results of this review have
indicated that the use of temperature-monitoring is an
effective way to predict, and thus prevent, diabetic foot
ulceration.
Skin temperature change and its relationship with

Charcot arthropathy was not analysed in this study for
reasons previously described in the discussion section of
this paper. The authors’ of this paper do, however,
acknowledge the clinical relevance of this association and
recommend that future research into skin temperature
monitoring should focus on investigating the relationship
between these two variables. Podiatric clinicians are rou-
tinely using skin temperature-monitoring as a clinical tool
to monitor the acute phase of Charcot’s arthropathy and
yet there may be a question about the strength of the asso-
ciation between a temperature change and destructive
activity associated with Charcot’s.
The cost of temperature-monitoring could also prove

to be a suitable topic for future research as there is cur-
rently no published literature available on this topic. A
review of the cost of diabetes complications in Australia,
Canada, France, Germany, Italy and Spain identified that
treatment costs for both infected and uninfected ulcers
were very high and reasonably consistent across the
three identified countries [19]. Treatment of an infected
ulcer was highest in Australia 3105AUD and France
2551AUD, followed by Germany 2275 AUD and Canada
1941 AUD [19]. The findings of this systematic review
indicate that temperature-monitoring is a cost-effective
tool for the prevention of foot ulcers if used appropri-
ately and in the right patient-risk classification group.
Two temperature monitoring techniques, infrared der-

mal thermometry and liquid crystal thermometry were
investigated in this systematic review. Both techniques
have been found to be effective in previous studies, how-
ever, through this review it has been determined that
infrared is the more widely used, user friendly and cost-
effective of the two tools.
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One of the primary endeavours of health care research
is to provide robust evidence to support clinical practice.
The purpose of this review was to determine whether or
not a commonly used technique in the prevention of
foot ulceration was supported with sufficient evidence to
endorse the practice. The authors of this review are
confident that both the qualitative and the quantitative
results of this study provide sufficient evidence to sup-
port the continued use of skin temperature monitoring
between comparative anatomical sites in the prevention
of foot ulceration.
In summary we conclude that infrared temperature

monitoring is an important tool in the prevention of foot
ulceration in people with diabetes. Furthermore, the
evidence reviewed for this study supports the role of
self-care in prevention of foot ulceration. Three articles
included in this review demonstrated the effectiveness of
home monitoring in preventing neuropathic foot ulcer-
ation. In Australia skin temperature monitoring is pri-
marily used in hospital high risk foot services. There is
clearly a preventative role for self-monitoring of foot
skin temperature among individuals with high risk feet
as evidenced in this review. It is hoped that the conclu-
sions of this review will encourage community health
practitioners and public health services to embrace the
preventative value of this method with confidence.
Diabetes related foot ulceration presents a significant

personal, social and economic burden worldwide. The
identification of cheap, simple and evidenced based tools
to predict and prevent foot ulceration — such as
temperature monitoring — has the potential to signifi-
cantly reduce this burden. The authors of the studies in-
cluded for analysis in this review are acknowledged and
applauded for the important contribution they have
made to the field of diabetic foot medicine.

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
VH and VB conducted the initial literature search. VH and VB conducted the
systematic review. VH and VB wrote up and edited the manuscript, a larger
portion was written and edited by VH. DC conducted the meta-analysis. All
authors read and approved the final manuscript.

Acknowledgements

Statement of funding sources
The statistical analysis for this study was funded through an Australian
Podiatry Education and Research Foundation grant.

Author details
1School of Surgery, University of Western Australia, Perth, Australia. 2Statistical
Consultant, Launceston, Australia. 3M422 UWA Podiatric Medicine, 35 Stirling
Highway, Crawley, WA 6009, Australia.

Received: 8 April 2013 Accepted: 26 July 2013
Published: 7 August 2013
References
1. Wild SH, Roglic G, Green A, Sicree R, King H: Global prevalence of diabetes:

estimates for the year 2000 and projections for 2030. Diabetes care 2004,
27(10):2569–2569.

2. Reiber GE: The epidemiology of diabetic foot problems. Diabetic Med: a
journal of the British Diabetic Association 1996, 13:S6.

3. Lavery LA, Higgins KR, Lanctot DR, Constantinides GP, Zamorano RG,
Armstrong DG, et al: Home monitoring of foot skin temperatures to
prevent ulceration. Diabetes care 2004, 27(11):2642.

4. Lavery LA, Higgins KR, Lanctot DR, Constantinides GP, Zamorano RG,
Athanasiou KA, et al: Preventing diabetic foot ulcer recurrence in high-
risk patients. Diabetes care 2007, 30(1):14–20.

5. Armstrong DG, Holtz-Neiderer K, Wendel C, Mohler MJ, Kimbriel HR, Lavery
LA: Skin temperature monitoring reduces the risk for diabetic foot
ulceration in high-risk patients. Am J Med 2007, 120(12):1042–1046.

6. Goller H, Lewis DW, McLaughlin RE: Thermographic studies of human skin
subjected to localized pressure. Am J Roentgenol 1971, 113(4):749–754.

7. Sandrow RE, Torg JS, Lapayowker MS, Resnick EJ: The use of thermography
in the early diagnosis of neuropathic arthropathy in the feet of
diabetics. Clin Orthop Relat Res 1972, 88:31.

8. Roback K: An overview of temperature monitoring devices for early
detection of diabetic foot disorders. Expert Rev Med Devices 2010,
7(5):711–718.

9. Foto JG, Brasseaux D, Birke JA: Essential features of a handheld infrared
thermometer used to guide the treatment of neuropathic feet. J Am
Podiatr Med Assoc 2007, 97(5):360–365.

10. Glasziou PP, Irwig L, Bain CJ, Colditz GA: How to review the evidence:
systematic identification and review of the scientific literature. Canberra:
National Health & Medical Research Council; 1999.

11. Armstrong DG, Lavery LA: Monitoring neuropathic ulcer healing with
infrared dermal thermometry. J Foot Ankle Surg 1996, 35(4):335–338.

12. Armstrong DG, Lavery LA, Liswood PJ, Todd WF, Tredwell JA: Infrared
dermal thermometry for the high-risk diabetic foot. Phys Ther 1997,
77(2):169–175.

13. Armstrong DG, Lavery LA: Monitoring healing of acute Charcot's
arthropathy with infrared dermal thermometry. J Rehabil Res Dev 1997,
34(3):317–321.

14. Armstrong DG, Lavery LA, Wunderlich RP, Boulton AJM: Skin temperatures
as a one-time screening tool do not predict future diabetic foot
complications. J Am Podiatr Med Assoc 2003, 93(6):443–447.

15. Stess RM, Sisney PC, Moss KM, Graf PM, Louie KS, Gooding GAW, et al: Use
of liquid crystal thermography in the evaluation of the diabetic foot.
Diabetes care 1986, 9(3):267–272.

16. Benbow SJ, Chan AW, Bowsher DR, Williams G, Macfarlane IA: The
prediction of diabetic neuropathic plantar foot ulceration by liquid-
crystal contact thermography. Diabetes care 1994, 17(8):835–839.

17. Edmonds ME: The neuropathic foot in diabetes part I: blood flow.
Diabetic Med 1986, 3(2):111–115.

18. Brower AC, Allman RM: The neuropathic joint: a neurovascular bone
disorder. Radiol Clin North Am 1981, 19(4):571.

19. Ray JA, Valentine WJ, Secnik K, Oglesby AK, Cordony A, Gordois A, et al:
Review of the cost of diabetes complications in Australia, Canada,
France, Germany, Italy and Spain. Curr Med Res Opin 2005,
21(10):1617–1629.

doi:10.1186/1757-1146-6-31
Cite this article as: Houghton et al.: Is an increase in skin temperature
predictive of neuropathic foot ulceration in people with diabetes? A
systematic review and meta-analysis. Journal of Foot and Ankle Research
2013 6:31.


	Abstract
	Introduction
	Methods
	Results
	Conclusions

	Introduction and background
	Methods
	Selection of studies for inclusion
	Publication bias
	Selection bias

	Results
	Prediction
	Group “One” results
	Group “Two” results
	The relationship between group “One” and group “Two” results
	Publication bias
	Prevention
	Publication bias

	Discussion
	Conclusions and recommendations for future research
	Competing interests
	Authors’ contributions
	Statement of funding sources
	Author details
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV <>
    /HUN <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [595.440 793.440]
>> setpagedevice


